




Date: June 4, 2004 SEP 2 0 2004
Subject: 5 10(k) Summary of Safety and Effectiveness Information

for the GE Datex-Ohmeda Apta6r Heliox Delivery System

Proprietary: GE Datex-Ohmeda Apta6r Heliox Delivery System

Common: Ventilator, Continuous

Classification: Anesthesiology, 73 CBK, 21 CFR 868.5895

The 5 10(k) summary of safety and effectiveness information is being submitted in accordance
with the requirements of SMDA 1990 and 1992.

The GE Datex-Ohmeda Apta6r Heliox Delivery System is substantially equivalent to the
following currently marketed device:

Viasys Avea Ventilator - Class 1I - 21CFR868.5895, which has been the subject of a
cleared 5 10(k) with FDA log number K022674.

Puritan Bennett 7200 Series Ventilator -Class II - 21CFR868.5895, which has been the

subject of several cleared 510(k)s, most recently with FDA log number K922705

The GE Datex-Ohmeda Aptadr Heliox delivery system is designed to deliver heliox from a

source gas cylinder to spontaneously breathing patients via a facemask using pressure support. A

built-in nebulizer, the Aerogen Aeroneb Pro (K021175) is provided for adding nebulized
medication to the delivered heliox. The system is designed for facility use and should only be

used under the orders of a clinician.

The Apta6r Heliox Delivery System is not intended as a life support device and is not intended
for intubated patients.

The GE Datex- Apta6r Heliox Delivery System was designed to comply with the applicable
portions of the following voluntary standards;

1. UL 2601 - General requirements for Medical Electrical Equipment
2. ASTM F100 - Particular Requirements for Critical Care Ventilators
3. EN/IEC 60601-1: General requirements for Medical Electrical Equipment
4. EN/IEC 60601-1-2: 1998 - Medical Electrical Equipment - Electromagnetic

Compatibility
5. EN 475 - Electrically Generated Alarm Signals
6. CGA V-I ad ISO 5145 Medical Gas Cylinders - Threaded Cylinders
7. EN 980 Graphical Symbols
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The GE Datex-Ohmeda Apta6r Heliox Delivery System and the currently marketed device are

substantially equivalent in design concepts, technologies and materials. The GE Datex-Ohmeda

Aptadr Heliox Delivery System has been validated through rigorous testing that, in part, supports
the compliance of GE Datex-Ohmeda Aptadr Heliox Delivery System to the standards listed
above.

Contact: Dan Kosednar, RAC
Manager, Regulatory Planning and Submissions
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Indications for Use

510(k) Number (if known): K041524

Device Name: GE Datex-Ohmeda Apta6r Heliox Delivery System

Indications For Use:

The GE Datex-Ohmeda Apta6r Heliox delivery system is designed to deliver

heliox from a source gas cylinder to spontaneously breathing patients via a

sealed facemask using pressure support. A built-in nebulizer, the Aerogen

Aeroneb Pro (K021175) is provided for adding nebulized medication to the

delivered heliox. The system is designed for facility use and should only be used

under the orders of a clinician.

The Apta6r Heliox Delivery System is not intended as a life support device and is

not intended for intubated patients.

Prescription Use _XXX AND/OR Over-The-Counter Use

(Part 21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER
PAGE IF
NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

Pagelof 1_

(Division Sign-Off)
Division of Anesthesiology, General Hospital,
Infection Control, Dental Devices

510(k) Number K 04 5-....




